Report Number 10-14
plant type PCC Batch

California Dept of Transportation

calib| 3/11/2014 | district 01
plant owner Norcal

AC PCC, RUBBER &

OTHER

BATCH OPERATIONS

109 by L. Lee plant

controller MPAQ Automation

| plant location 291 Shell Ln Willits

scale acceptable to42000 Ibs

scale number applied
| step applied | build-up |
|_number ftest weight | weight |

material type

aggregate 1 12000 0
it 2 12000 12000
gir:’e tatlon 3 12000 23980
200 4 12000 29960

useable scale capacity 50000

total
applied

_weight |

from |
last step|

. always zero

12000
24000
35980
41960

for 1st step
0
0
0

jadjustment; adjusted,

total| |nd|cated actual | error m

weight| weight | error | g_rads_ USEABILITY

12000 12000 0.0 0.0 Acceptable
24000 23980 -20.0 -1.0 Acceptable
35980 35960 -20.0 -1.0 Acceptable
41960 41960 0.0 0.0 Acceptable

|remarks

Iargest noted error, for this scale |2 Grads

scale acceptable to 8000 Ibs

scale number
| applied;
2 step applied| build- -up|
material type |_number_|test weight| _weiaht!
cement | 1 1000 a
graduation 2 2000 0
size 3 4000 0
' 5 4 6000 0
5 8000 0

useabie scale capacny 10000

total adjustmenf adjusted)

applied |
weight.!
1000
2000
4000
6000
8000

from | total| indicated | | I

last step! _weight! _weight| _error | grads | yseasiLity |
weyezeol 4000 1000 0 0 Acceptable
0 2000 2000 0 0 Acceptable |

0 4000 4000 0 0 Acceptable

0 /000 6005 5 1 Acceptable

0 8000 8000 0 0 Acceptable

actual | errorin |

largest noted error, for this scale|2 Grads

remarks

scale acceptable to 5000 Ibs

scale number

I | applied |
3 | step applied| build-up
|_number | test weight| _weioht |
material type
' water] | ] 3697
graduation '
size |
56.3 : 2 3699

total | adjustment; adjusted|

applied |
weight !

3697

3699

useable scale capacity :1 0_000'

from | total| |nd|cated |
Jaststep| _ weiaht! _weight| _emor | grads| yseAsiLITY |
always zero [
for 1st step 3697/ 3753 56 .99467 Acceptable
3699 3753 54 95914 Acceptable

actual | errorin |

largest noted error, for this scale

|remarks.

450 qal metered 456 delivered
1.32% O.K.

450 gal metered 456 qal delivered
1.33% 0K

scale acceptable to
scale number |

useable scale capacity

plied |

toia\ adJustmenb adjusted |

largest noted error, for

errorin |

this scale

| ap|
. ' step|  applied| build-up | applied| from | total| mdlcaied actual | . |
material tyoe | number | test weight' _weiaht weight! _laststep! weiaht| _weight! eror | grads| useABILITY | remarks
[ always zero "
L for 1st step
graduation
size
Test Notes

Plant certified for State use
Interlocks O.K.

Water Meter O.K.

New Water Meter Span.0905
Printer O.K.



